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Procedure: Washing Red Blood Cells for Antiglobulin Procedure Using the Sorvall Cellwasher
                                  

Unique Identifier: CP 0013


Washing Red Blood Cells for Antiglobulin Procedure Using the Sorvall Cellwasher
Purpose: 
This procedure provides instructions for how to use the Sorvall Cellwasher to wash red cell samples for Antiglobulin examinations.
Procedure: 

	
	Action
	Related

Documents
Title

Number

	1
	Check that the supply of saline is enough for this cycle.

Change the saline supply if necessary, per established procedure.
	Sorvall Operator’s Manual

	2
	Place the tubes in the centrifuge carrier. 

Put empty tubes into any empty carrier spaces.
	

	3
	Wash the cells:

a. Close the lid.

b. Select [AUTO] and cycle [4].

c. Press [START].
	

	4
	Open the lid at completion of the cycle and check that the red cell buttons are dry.
	

	5
	Add the appropriate AHG reagent per established procedure.
	DAT Procedure

Appropriate Examination Procedure using Indirect Antiglobulin Test (IAT)



	6


	Resuspend and pack the cells:

· Close the lid.

· Select [HIGH].  

Note:
The time selected for the previous run will appear in the time display. Consult the operator’s manual if the time needs to be changed.


	Sorvall Operator’s Manual


	7
	Remove the tubes. 

Read and grade the reactions per established procedure.


	Reading and Grading Tube Hemagglutina-tion Results




References:

Sorvall® Cellwasher 2 Cell Washing System Instruction Manual, Sorvall Instruments, Division of Dupont Company.  Wilmington, Delaware, 1983.
<facility specific model information>
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